Storage phosphor digital mammography.
Digital mammography using storage phosphor CR is still in the investigational stage. It is the only digital mammography system that has been tested in preliminary clinical trials with promising early results. Further clinical studies are needed to assess the impact of the limited spatial resolution of storage phosphor technology on its application as a digital screening mammography system. Further studies also are needed to determine the optimum image processing parameters needed in digital mammography.